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1SenseBack - An Implantable System for
Bidirectional Neural Interfacing
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Kianoush Nazarpour, Senior Member, IEEE, Timothy G. Constandinou, Senior Member, IEEE
Abstract—Chronic in-vivo neurophysiology experiments re-
quire highly miniaturized, remotely powered multi-channel neu-
ral interfaces which are currently lacking in power or flexibility
post implantation. To resolve this problem we present the Sense-
Back system, a post-implantation reprogrammable wireless 32-
channel bidirectional neural interfacing that can enable chronic
peripheral electrophysiology experiments in freely behaving small
animals. The large number of channels for a peripheral neural
interface, coupled with fully implantable hardware and complete
software flexibility enable complex in-vivo studies where the
system can adapt to evolving study needs as they arise. In
complementary ex-vivo and in-vivo preparations, we demonstrate
that this system can record neural signals and perform high-
voltage, bipolar stimulation on any channel. In addition, we
demonstrate transcutaneous power delivery and Bluetooth 5 data
communication with a PC. The SenseBack system is capable of
stimulation on any channel with ±20 V of compliance and up to
315 µA of current, and highly configurable recording with per-
channel adjustable gain and filtering with 8 sets of 10-bit ADCs
to sample data at 20 kHz for each channel. To our knowledge
this is the first such implantable research platform offering this
level of performance and flexibility post-implantation (including
complete reprogramming even after encapsulation) for small
animal electrophysiology. Here we present initial acute trials,
demonstrations and progress towards a system that we expect to
enable a wide range of electrophysiology experiments in freely
behaving animals.
Index Terms—Bioelectronics, neural interfacing, prosthetics,
rodent.
I. INTRODUCTION
THERE is hope that advanced prosthetics could one dayoffer millions of people with limb difference the prospect
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of greatly increased functional recovery [1]. However, a tech-
nological gulf, as well as gaps in our understanding of the
fundamental neuroscience remain between that future goal
and the current state of the art [2]–[5]. Recognising this, we
sought to develop technologies that could provide artificial
sensation from a prosthetic limb with a particular focus on
proprioceptive and tactile feedback [2], [6]–[8]. Such systems
would not only revolutionize the field of limb prosthetics
and interfacing with the peripheral nervous system (PNS)
can offer a new technological paradigm for interfacing with
the autonomic nervous system, paving the way for future
bioelectronic medicine [9]–[13].
The consensus is that electrical neural interfaces to the
PNS offer the best near-term prospect for highly capable
and naturalistic sensory feedback [14], [15]. However, several
major challenges were identified [16]–[18] including: the
trade off between the selectivity and long term stability of
electrodes; targeting of axons innervating specific areas of
the body and specific receptor types; methods of modulating
the neural signals to provide high quality sensation; and
a low power implantable device capable of delivering the
stimulation patterns to a selective electrode interface. A multi-
pronged approach to address these challenges was pursued
with a key element being the development of a chronic, small-
rodent neuroscience platform to investigate and demonstrate
advances [19]–[21]. Chronic operation was desired both be-
cause of the experimental opportunities it provides and because
of the need to investigate long-term stability [16].
Despite decades of documented work, chronic neurotech-
nology experiments with freely behaving rodents still present
many difficulties. Tethered interfaces, which are used in many
experiments, restrict behaviours and the range of experiments
that can be performed, and percutaneous connections are
associated with an increased risk of infection [22]. As such
fully implanted solutions are highly desirable; but this in turn
drives a need for wireless data communication and, depending
on experiment duration, wireless transcutaneous power trans-
mission. An implanted solution also imposes drastic size and
weight restrictions. Previous comparable systems [23]–[26]
have approached these challenges by implementing a very
low number of channels of either stimulation or recording,
and many have also been too large for small rodents. Our
system offers groundbreaking flexibility, with 32 channels of
highly configurable stimulation and individually configurable
recording in a miniature package; encapsulated in medical
grade silicone suitable for six months implantation. The system
2is further enhanced by the inclusion of underutilised process-
ing hardware (both microcontroller and FPGA resource) com-
bined with fully wirelessly upgradeable firmware (even post-
encapsulation and implantation), opening up the possibility for
an experimenter to radically alter the system purpose at any
point in time.
The SenseBack project 1 was conceived to develop enabling
technologies to restore sensory feedback in assistive devices,
such as prosthetic hands (hence the term coined ‘SenseBack’)
[1], [6]–[8], [27]–[30]. A key aim here has been to create
new research tools that are capable of bidirectional neural
interfacing in chronic rodent experiments. This would provide
the opportunity to sense and stimulate neural or muscular
activity and potentially provide closed-loop feedback. The
work described herein details the system integration of this
platform.
This paper reports our progress to date in designing, build-
ing and testing the SenseBack system, which comprises three
main modules: 1) a controlling PC (with Bluetooth 5 interface
dongle); 2) a backpack containing a battery, battery charger
and an inductive wireless power transmitter; and 3) an implant
constructed on a single strip of rigid-flex PCB with a rigid
area at each end, where components are mounted. One end of
the implant is designed to handle the wireless transfer of data
and power, while the other end performs the neural interfacing
using an Application Specific Integrated Circuit (ASIC) and
supporting electronics. Power is supplied through an inductive
wireless link in the animal’s scruff of the neck and bidirec-
tional data flow is over a 2 Mbps Bluetooth 5 connection. This
paper provides insight into the numerous challenges and trade-
offs present in transitioning a neural interface chip into a full
fledged implantable system, and provides an example solution
to them. Pre-manufacture simulations of the chip and a brief
account of the system design were presented previously [6],
[30]. Figure 1A shows the block-diagram of the system.
II. METHODS
A. Implant
The SenseBack implant was implemented on a flex-rigid
PCB consisting of two rigid nodes at either end of a 100µm-
thin flexible polyimide strip, which carries power and data
between the two nodes, as shown in Fig. 1B–D. One end of
the implant is designed to position in the scruff of the neck of
the animal and interfaces wirelessly with the outside circuit,
in a backpack, for power and data transmission. The other
end can be routed to any limb to interface with the neural
tissue. The system was targeted at rat experiments and so the
size of the scruff and hindlimb nodes was constrained to less
than 15 × 15 mm following exploratory dissections of rodents
euthanised for other unrelated projects.
The two key elements of the implant are the SenseBack
neural interface ASIC and the NRF52832 bluetooth microcon-
troller (MCU). These are supported by a Field Programmable
Gate Array (FPGA) and a variety of power receiving and
conversion circuitry and a clock source for the chip. The
1SenseBack project website: http://www.senseback.com
SenseBack ASIC was designed to be highly flexible, low-
power, and small to enable implantable bidirectional neural
interfacing. Figure 1E shows the bare die, which measures
3.9×3.9 mm. It was packaged in an 8×8 mm 64 pin QFN
carrier.
1) Neural interface node: The chip, whose architecture
is shown in Fig 2, provides 32 bidirectional channels, each
capable of high voltage stimulation and electromyography
(EMG) and neural recording. The analog stages of the neural
recording front-end and ADC was presented in [31]. The
recording channels are arranged in groups of four, with each
group sharing a 10-bit Analogue to Digital Converter (ADC)
sampling at 80 kHz (each at 20 kHz). Recording channels have
a programmable gain of between 225 and 4725. Low-pass
filter settings allow the cutoff of each channel to be set at
either 280 Hz or 5 kHz. The high-pass filter settings offer
greater granularity – a 0.05 Hz fixed filter at the input is
combined with a configurable analog high-pass filter (global
5-bit control between 30-600 Hz) and a per group digital filter
(nine steps between 5 Hz and 1765 Hz). Each channel can
be set to bypass the global and digital high pass filters to
enable recording of very low frequency signals, e.g. local field
potentials. Each recording channel is also capable of working
in a spike detection mode whereby the channel only outputs
data for 16 samples around a user configurable absolute value
threshold crossing. This windowing of the data reduces the
data rate, by two orders of magnitude, and hence the data
transmission power.
The chip is capable of bipolar, biphasic, current-controlled
stimulation across any pair of the 32 channels with a voltage
compliance of 10 V. The current is controlled by a combination
of a 6-bit digital to analog converter (DAC) and a multiplier
stage which amplifies the current five or 50 times. Utilising
the low multiplier setting, the current is controlled in 500 nA
steps up to 31.5µA, whereas with the high gain setting
the steps are 5µ up to 315µA. The system is designed to
produce stimuli in batches (of between 1 and 256), described
in stimulation configurations. Each configuration identifies: the
various parameters of an individual stimulation; the number of
repetitions to perform; an initial inter-stimulation interval; and
finally a “ramp” parameter which allows the inter-stimulus
interval to be automatically shortened/lengthened to easily
create a ramp in the frequency of action potentials generated.
Thirty two of these stimulation configurations can be stored in
memory and each can be triggered by a single 16-bit command
sent to the chip. This approach of storing stimulation profiles
on-chip enables highly accurate inter-stimulus interval control,
while also greatly reducing the uplink data rate, that is one data
word can trigger 256 stimuli with a smoothly changing stim-
ulation frequency and associated power consumption. More
information on stimulation control was reported in [6].
The chip I/Os are: (i) the 32 channels; (ii) a reference
channel for neural recording; (iii) a low frequency 32.768 kHz
clock; (iv) a Serial Peripheral Interface (SPI); an interrupt
request pin for control and data readout; and (v) three power
supplies (3.3, 10, and 20 V). The low voltage supplies the vast
majority of the analogue and digital circuitry. The 10 V supply
powers the stimulation circuitry and the 20 V simply allows
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Fig. 1. The SenseBack system: A. The block diagram of the overall system; B. The SenseBack implant pre- and post-encapsulation; C and D. Zoom in of the
wireless interface (located in the neck scruff) and the neural interface (implanted near the nerve of interest) nodes; E. The PC dongle Bluetooth transceiver;
F. The backpack electronics and battery; and G. The bare die of the ASIC chip.
safe biasing of various nodes to avoid issues associated with
voltage doubling by the H-bridge [32].
The ASIC is SPI master and clocks the bus at approximately
16 MHz (multiplied with a Phase Locked Loop from the low
frequency clock). The ASIC output is event driven (i.e. active
whenever data is ready to send), while for system control an
external system can request communication by toggling the
interrupt request pin.
2) Wireless interface node: The SenseBack implant has a
wireless transceiver that can receive commands for stimulation
control and transmit data recorded from the nervous system.
Typically the power requirements for a multi-channel neural
interface can be prohibitively large. Data reductions made pos-
sible by the SenseBack ASIC as well as the likely redundancy
of some recording channels, make it possible to use low data
rate and power wireless protocols although this does limit
the number of channels of raw data that can be streamed
simultaneously. Following a review of commercially available
wireless microcontrollers, the low power Nordic NRF52832
was chosen on the basis of its ability to provide the highest
data rates available over Bluetooth Low Energy 5 (2 Mbps
on the physical layer) and its availability in small packages.
The only downside being that the 2.4 GHz band is sub-optimal
for transcutaneous transmission. Ultimately the fully integrated
(including a 0.6dBi antenna) 8×8 mm ISP1507 System in
Package was chosen (Fig. 1C).
A small and low power FPGA (Fig. 1C) was added as an
interface between the microcontroller and the ASIC to buffer
the high data rate output from the ASIC. A Lattice ICE5 LP4K
chip was chosen due to its extremely small size and low power
consumption and our previous experience, including research
demonstrating its suitability for spike sorting [unpublished], as
an alternative to the Igloo Nano FPGA, which we used in [33].
However, as currently implemented, this FPGA simply acts
as a transparent high speed buffer, enabling both the MCU
and the ASIC to communicate as master over SPI at different
frequencies. As a slave device the FPGA can initiate data
transmissions by toggling a request line to either the MCU
or ASIC as appropriate.
The FPGA can load its firmware either from non-volatile
programming memory that can only be written once, or its
volatile memory can be programmed. We desired maximum
system flexibility and as such we included the FPGA image
into the microcontroller program and set up the microcon-
troller to bitbang program the FPGA at boot time. This flexibil-
ity was further extended by modifying a Nordic Semiconductor
provided bootloader. The bootloader was designed to search
for firmware updates over Bluetooth for 10 seconds, before
loading the main program. This enables the microcontroller,
and hence the FPGA, to be reprogrammed wirelessly even
after encapsulation and implantation.
Wireless data communication with a PC is conducted via a
dongle (Fig.1F) over the Bluetooth 5 protocol, with the implant
acting in a peripheral role and as a GATT server. The link
utilises the 2 Mbps physical layer with Data Link Extensions
and notifications to maximise the data throughput. Benchtop
measurements of throughput indicated that transfer speeds of
up to 1.3 Mbps are possible.
3) Wireless power and power conversion: Transcutaneous
power transfer is achieved using a commercial inductive
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wireless power system consisting of a transmitter (P9235A-R
and coil – Fig.1E) in the backpack and receiver (P9027LP-R
and coil) in the implant. The main drivers for these component
choices were size and potential efficiency at light loads. The
vast majority of commercial ICs for wireless power transfer
are for substantially higher power transfer rates (for charging
mobile device batteries) and efficiencies at very light loads
are poor. The P9235A-R and P9027LP-R were identified as
offering acceptable efficiency and very compact implemen-
tations, especially for the size-critical receiver. The chosen
power transfer ICs operate at a relatively low frequency (kHz
range), which trades off some transfer efficiency for reduced
impact on tissue from absorption heating [34]. The system was
tuned in accordance with the manufacturers recommendations
with assumed loads of between 10-100 mW.
B. Encapsulation
The mammalian body is a hostile place for electronics
and protecting them for the target six month implantation
period within such tight space constraints remains a challenge.
A review of the literature identified several previously used
biocompatible encapsulants including a variety of silicones,
epoxies and parylene-C [35]–[39]. Polymeric approaches for
non-hermetic encapsulation were investigated. Several options
were tested before settling on silicone Med-6215 as the
preferred encapsulant. Hermetic packaging was not considered
due to expected size, weight, cost and wireless transmission
issues. The encapsulation process utilised for the final de-
vices involved 3 main steps: 1) careful cleaning involving 30
minute ultrasound baths in Acetone, Isopropyl Alcohol and
De-Ionised (DI) water followed by oven baking to dry; 2)
suspending the device in a mould and dispensing the silicone
under partial vacuum to minimise air entrapment, Fig. 3; and
3) following dispensing, atmospheric pressure was restored,
the supports were removed and curing was carried out as
recommended by the manufacturer (+30 min at 150oC).
C. Backpack
The rat backpack inductively provides transcutaneous power
to the implant. Here the P9235A-R wireless power trans-
mitter was combined with a 15mm diameter transmitter
coil (SWA15T15H20C01B) 70 mAh Lithium Polymer battery
(ASR00011) and the charging electronics from a USB battery
pack. Together these components create a USB rechargeable,
wireless power transmission module.
III. EXPERIMENTAL METHODS AND RESULTS
The system was tested in a series of bench, ex-vivo and
in-vivo experiments. All animal care and procedures were
performed under appropriate licences issued by the UK Home
office under the Animals (Scientific Procedures) Act (1986)
and were approved by the Animal Welfare and Ethical Review
Board of Imperial College London for ex-vivo experiments or
that of Newcastle University for in-vivo experiments.
1) Bench testing: The core functionality of the system was
validated in a series of bench tests. Firstly the linearity of
the stimulator was measured using a resistor (270 kΩ for
the low and 27 kΩ for the high current settings) and the
resulting waveforms were averaged on an oscilloscope over 10
stimuli. The results are shown in Figure 4A-B and demonstrate
accurate control of stimulation current across both the high
and low 6-bit stimulation ranges, demonstrating differential
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and integral non-linearity of less than 1 Least Significant Bit
(LSB).
The ability of the system to record µV level signals, filter
them and digitally transmit the data was tested using an arbi-
trary waveform generator (set to generate sine wave frequency
sweeps) and a potential divider with a gain of 1/100. An in-
depth assessment of the analogue front-end was performed on
a companion IC that shared the same design (see [31] for
further details). Once this had been confirmed the ability of
the system to perform spike detection, peak alignment, and
snippet streaming, was tested with the same setup, but with
the waveform generator generating spike shapes. The captured
waveform snippets are shown in Figure 4C.
For the evaluation of wireless communication, first a
throughput test was performed at various ranges in office
environment, resulting in a maximum measured throughput of
1.3Mbps. Then the wireless signal strength of the implant in
various orientations was measured in a quieter, but unshielded
environment under 2 conditions: (1) unobstructed, and (2)
with the implant inserted ¿ 5 mm deep in a piece of meat.
The resulting lobe pattern can be seen in Figures 4D-F and
indicate that the system has no obvious nulls, but experiences
approximately 20 dB attenuation when inside tissue.
The thermal performance of the unencapsulated system was
measured using a thermal camera. The system was powered
through inductive charging and set to stream data out wire-
lessly at its maximum rate. The resulting thermal images of
the hindlimb and scruff nodes are shown in Figures 4H-I,
indicating a hotspot on the small wireless power receiver chip.
Power consumption testing was performed using a multi-
meter in low-pass filtered ammeter mode using pre-production
boards with identical components to the final implant board.
The results of which are shown in Figure 4J, indicating system
power consumption of between 17 and 78 mW. The system
power consumption shows an overall power consumption re-
duction of approximately 70% (from 79 mW down to 21 mW)
when recording on all 32 channels using spike windowing
versus recording just 4 channels of raw data – highlighting
both the potential of the spike windowing approach and the
impact of data bandwidth on system power consumption.
Finally Wireless power transfer measurements, with well
aligned coils and a 1 mm spacer, indicated that the transfer
efficiency (total input over total output power) was between
1.6-13.7% (under light-heavy load).
2) Encapsulation testing: Parylene-C, an epoxy (EPO-
TEK 377) and 2 silicones (NuSil MED-6215 and MED3-4213)
were tested for encapsulation. The testing was performed
using planar, interdigitated test boards [40]. Two boards were
cleaned and then coated in each of the four test materials
and combinations of parylene-C and epoxy or silicone. Dip or
pour coating was used for the epoxy and silicones. Chemical
vapour deposition was used to apply a 1.5µm thick parylene-C
coat. The encapsulated test samples were then placed in heated
saline for accelerated aging testing [41]. A temperature of
72oC was chosen, giving an approximate acceleration factor of
11.3. An automated test system based on a 10 channel Keithley
7158 Low Current Scanner combined with a Keithley 7001
Switch System and Keithley 6430 Sub-femtoamp Sourcemeter
was used to apply a 5 V DC bias to all the samples and then
sequentially remove the bias and test the resistance between
the two nodes of each sample device. Testing for each sample
was ceased once its resistance dropped below 1 MΩ. The result
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of the exploratory analysis are shown in Fig. 3E and indicate
that the epoxy and parylene-C coatings rapidly failed, while
the silicones lasted substantially longer with some lasting the
full 9 days – estimated to be equivalent to 100 days at 37oC.
3) Ex-vivo testing: Sciatic nerves from Sprague Dawley
rats were removed, cleaned and placed in a 2-chamber custom
bath, as shown in Fig. 5A. This bath allowed one end of
the nerve to be in temperature controlled, oxygenated Krebs
buffer, while the other end was isolated electrically in mineral
oil. Cuff electrodes for stimulation were placed around the
nerve in aqueous solution while Ag-AgCl hook electrodes
were used for recording in mineral oil (see [42] for more
information on the experimental setup). Figures 6A-B show
the system stimulating a Compound Action Potential (CAP)
in the nerve and the associated waveform across the electrodes
during the stimulation. Figure 4C shows the neural recording
capture of a CAP spike train (and a zoom in showing the CAP
in more detail and associated stimulation artefact).
4) In-vivo testing: Two Sprague Dawley rats were used
in this study weighing approximately 450 g. Anaesthesia was
initially induced in a box with 3% isoflurane in Oxygen. The
animal was then moved onto a surgical table where anaesthesia
was maintained with a nose cone. Anaesthetic level was
adjusted as required throughout the experiment to maintain
anaesthesia depth. A tail vein cannula delivered fluid (20 ml
0.9% NaCl and 5% glucose, with 0.05 ml KCl) at 0.2 ml/hour.
An incision was made in the skin approximately 1 cm
caudal and parallel to the femur. The muscle tissue was
then dissected to expose the sciatic nerve. A nerve cuff was
implanted on the sciatic nerve. Silicone sealant (Kwik-Cast,
World Precision Instruments, FL, USA) was applied around
the cuffs to secure them in place. With a second incision
we exposed the Tibialis Anterior muscle. The EMG signal
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was recorded via a pair of tungsten wires using a Cerebus
system (BlackRock Microsystems, USA). Another incision
was made over the L6 spinous process. The ground electrode
for recordings was a tungsten wire, which was wrapped around
L6 and secured with dental acrylic. All openings were covered
in saline and gauze to keep the tissue wet while the rest of
the procedure was carried out. More details can be found in
[27], [28]. Figure 5 shows the animal preparation.
To date in-vivo trials have been limited to acute proofs-
of-concept, involving graded neural stimulation and EMG
recording. The sciatic nerve was stimulated with the Sense-
Back and BlackRock CereStim systems, for comparison, via
the cuff electrode. In an initial testing the SenseBack system
showed a muscle response threshold at much lower levels than
the CereStim. Subsequent investigation showed that including
1 kΩ resistors in the stimulation path removes this discrepancy.
Figures 6D,E, show the SenseBack system evoking EMG
signals in a controlled and repeatable manner at both threshold
and maximal levels.
IV. CONCLUDING REMARKS
The goal of the work presented here was to develop an
implantable neural interface to support a range of chronic neu-
roscience experiments investigating artificial sensation in small
animals. The proposed SenseBack system is a highly versatile
neural interface platform and could offer new levels of im-
planted capability and functionality. This paper highlights and
presents novel solutions to a number of important challenges
that arise in developing implants for rodent electrophysiology
and for translating neural interface research chips into full
wireless setups appropriate for bidirectional interfacing with
the nervous system.
Space is highly constrained in implants – larger devices
present greater surgical and animal welfare challenges, and
may necessitate the use of larger animals which increases
ethical and financial concerns. When discrete components are
used to design implants then there is a clear trade-off between
functionality (in terms of stimulation and recording channels)
and size. Previous designs, such as [23]–[25] which are
detailed in Table I), offered low numbers of either stimulation
and/or recording channels. However, having both stimulation
and recording capability greatly increases experimental options
and a high channel count increases the odds that one of
the electrodes will be well positioned to interface to target
neurons. Besides, it could offer a greater range and control
of sensations elicited potentially. This work therefore focused
on delivering a high channel count interface and delivered
excellent space efficiency by making each of the channels
highly flexible and bidirectional. The resulting system is
capable of recording neural and muscular activity as well as
accurately driving small and large stimulation currents (for
intrafascicular and extrafascicular electrodes respectively).
Powering a fully implanted device remains a challenging
prospect. Implanted primary batteries for a chronic experiment
would be too large, so inductive transcutaneous power is
typically used (possibly in conjunction with an implanted
secondary battery). However, transcutaneous power transfer is
often inefficient and the waste energy is dissipated as heat
which can be damaging to the surrounding tissue. Numerous
papers attempted to address the efficiency issues, e.g. [43],
[44], however, none of these approaches are readily available
for laboratory testing. An alternative approach to reducing the
energy wasted in transmission, is to address the implant power
consumption. The SenseBack ASIC was designed to be a
power efficient neural interface chip and to support system
wide power savings by reducing the uplink and downlink
data rate. The spike windowing approach can reduce the
data rate by orders of magnitude (with a concomitant system
power reduction) and enabled the use of a low power and
commercially available wireless data link.
The long term vision of the SenseBack project remains fixed
on enhancing the functionality and acceptability of prosthetic
limbs, forbidirectional neural interfacing is a key enabler. At
the outset of the project the best approach to delivering a
revolutionary prosthetic limb in the near term was judged to
be an implanted bidirectional electrical neural interface. In the
intervening time, however, significant progress was made in a
number of alternative technologies. In particular, work into
non-invasive or minimally invasive decoding of limb move-
ment both in the periphery and the central nervous system is
a highly active field [45]–[48] and offers the major advantage
of requiring no implanted components. Also, in closed-loop
applications, other methods such as optogenetics [49], [50]
8TABLE I
COMPARISON OF FULLY IMPLANTABLE RODENT NEURAL INTERFACES
Shon et al. [23] Paralikar et al. [24] Xu et al. [25] Lee et al. [26] This work
# recording channels 2 0 0 32 32
# stim. channels 2 4 2 4 32
Recording gain 40-120dB n/a n/a 52-76dB 47-73dB
Recording bitdepth 12 n/a n/a 10 9
Stimulation step:max [µA] 20:1500 25:2500 10 mV:3 V 60:1860 0.5:31.5 + 5:315
Stimulation compliance 3.3 V unknown 3 V 1 V 10 V
Power source Inductive + secondary Inductive + secondary Inductive Inductive Inductive
Power consumption [mW] 19.9-82.5 † 0-20‡ 18.54 17-78N
Packaging Photo-polymer Titanium Silicone Silicone + Epoxy Silicone
Dimensions [mm] 33×28×12 37×16.5×6 22×23×7 30×15×5 13.5×12×3 + 12.7×14×3
Volume ∼11cm3 ∼3cm3 ∼3.5cm3 ∼2.3cm3 ∼1.5cm3
Weight 21 g 6 g 3.8 g 2.8 g 11.9 g♦
† Idle-worst case power consumption whilst recording.
‡ Idle-worst case stimulator power consumption (external controller 86-320 mW).
4 Nominal power consumption.
N Idle-worst case power consumption whilst recording.
♦ Unencapsulated weight 1.2 g. Backpack weight is estimated at circa 6 g, although battery size may need to be increased to extend
system operation time.
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Fig. 6. Ex-vivo and in-vivo results. A and B. Oscilloscope recordings from
ex-vivo stimulation testing, showing a compound action potential (CAP) in
A and stimulation pulse voltage waveform recorded at the electrodes in B;
C. Ex-vivo recordings from the SenseBack system of a train of CAPs from a
series of 5 stimuli at 1 s apart and the enlargement of dotted section, a single
stimulation showing the stimulation artefact and subsequent CAP; D and E.
In-vivo recordings of EMG responses evoked with the SenseBack system at
EMG threshold (D) and maximal muscle stimulation (E). Response trains are
shown on the left and peak-aligned responses are shown on the right.
and magnetic recording [51], [52] can potentially address the
limitation of electrical interfacing with the neural and muscular
systems.
Looking to the future, there are a number of ongoing
and planned and activities that could address known issues
with the current system and further enhance it to explore
some of the exciting future prospects identified. In the near-
term we will look at mitigating thermal performance by
reducing power consumption using software updates (e.g.
microcontroller power consumption could be reduced by as
much approximately 15 mW by reducing transmission power
strength at the expense of transmission range and this would
cause a concomitant reduction in power consumption in the
voltage conversion circuitry) and duty cycling. This will be
supplemented by further measurements of the total thermal
output of the tiny (2.2×3.6 mm) wireless power receiver which
shows as a hotspot in the thermal imaging and combined with
modelling of the systems thermal impact on the surrounding
tissue (both conducted and absorbed RF energy) to better
understand tissue damage concerns. In the longer term we
would like to investigate real-time spike sorting [33] and
closed loop stimulation using the onboard FPGA, and create
a further iteration of the ASIC and system to: improve the
stimulation flexibility; address the current steering spikes; and
develop a custom wireless power transmission system. We also
intend to investigate the ability of the system to drive LEDs
for use in optogenetic experiments.
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